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Abstract 
ThermOCOllple or thermistor is widely used in order to measure nelltral gas temperature in positive column 
of glow discharge. Since the state of plasma is disturbed by the setting of thermocouple or thermistor， some in 
accuracy for measured values cannot be avoided 
While， the interference method does日otremarkably disturb the state of plasma because of the use of weak 
laser beam. We compare the data obtained by interference method with those by thermocouple 
It is concluded from the comparison that measured values by two different methods almost agree with in the 






















範問内で一致することが判った。すなわち庄力が3~40 Torr (管半径 9mm) の範囲では，熱電
対等でガス温度をしてもさしっかえないと云える。
2.実験方法























































103→ Pi は圧力が103torrから Pitorrへi直接変化させた時のものなを凶 4-1において，




























Density 01 Mo(eculeηXl0'6 [1/cm~} 
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( b ) .放電を起こし，その時の縞の移動数ムN'(=0.5本)と方向(圧力増加時と逆j汀h]) を
観測する。
( c ) .放電後の圧力九をマノメータで測定する O






る帝度 (=14.7X101o (l/cnfJ) として求められる。
こうして得られた密度と放電後の圧力れから，放電時の中性ガス分子沿度 Tgは，
















Densify of Molecule 
N3=14.7 
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j" ガ 1ix 放電前 放電後 干 干渉法による 誤差
ス 電 渉移
タ の 電 管内 圧力 分子 圧力 分子 測定 縞動 分子 分子 (T Tg) 
一番 種 流 温度 P2 密度 P~ 密度 温度 T 数 密度 温度Tg T 
号 類 mA 。K Torr xl0帽 Torr Xl0禍 。K 本 Xl0帽 。K % 
25.0 280 4.2 14.5 4.6 12.6 353 0.3 12.1 367 4.0 
トー
2 26.0 280 5.7 19.7 6.3 17.0 358 0.34 16.4 371 一3.6
ドー一
3 25.5 279 3.2 11.1 3.6 9.9 353 0.13 9.8 355 0.6 
f-一
4 チ 27.0 281 6.2 21. 3 7.0 17.7 382 0.5 16.2 417 9.2 
ト一一
3 lノ 15.0 282 3.3 11. 3 3.5 10.0 338 0.22 9.9 341 0.9 
ト一一
6 ソ 27.0 278 7.5 26.1 8.4 19.4 418 0.82 19.2 423 1ー.2
ト一一
7 25.0 276 5.3 18.6 6.1 14.3 413 0.5 14.7 401 +2.9 
ト一一
8 * 25.0 281 3.5 12.0 3.9 10.7 353 0.29 9.8 384 -8.8 
ト一一
9 * 25.0 281 4.9 16.8 5.4 14.8 353 0.29 14.5 360 -2.0 
トー一
10 * 25.5 281 6.2 21. 3 6.9 17.9 373 0.5 17.5 381 一2.1
r--
1 * 27.5 281 7.1 24.4 8.1 20.1 389 0.5 20.4 384 + 1.3 
12 ネ 15.8 276 31. 0 109. 32.5 104. 303 0.29 101. 3 1 1 -2.6 
トー一 オ
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